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RESUMEN 
Contexto: En telecomunicaciones y los circuitos en alta frecuencia es necesario tener en 
cuenta la disminución de la permitividad de los dieléctricos en capacitores cerámicos con el 
aumento de la frecuencia, se proponen 2 métodos cuantitativos para determinar el 
comportamiento. 
Método: Primero se utilizó el puente medidor de impedancias FLUKE PM6306 en el rango 
de frecuencias entre 10ଶ Hz hasta 10ହ Hz, y segundo, un circuito electrónico novedoso de 
bajo costo para frecuencias entre 10ସ Hz hasta 10଻ Hz. 
Resultados: Se validaron los resultados obtenidos con el circuito contrastándolo con el 
puente de impedancias RLC FLUKE PM6306. Se obtuvo la medición de la capacitancia 
compleja de tres diferentes condensadores, así como la tangente de pérdidas asociada.  
Conclusiones: Se observó la disminución de la capacitancia con el aumento de la frecuencia 
a través del puente de impedancias, así como con el circuito implementado, encontrando 
convergencia entre los dos métodos en la región común de frecuencia. 
Palabras clave: condensadores, capacitancia compleja, permitividad compleja, circuitos de 
frecuencia. 
ABSTRACT 
Objective: To determine the behavior of dielectric permittivity of class II ceramic capacitor 
in function of frequency up to 10MHz. 
Context:  in telecommunications and high frequency circuits is necessary to take into account 
the diminishing of permittivity on dielectrics of ceramic capacitors with the frequency 
growth, two quantitative methods are proposed to determine this behavior. 
  
Method: First, the impedance meter bridge FLUKE PM5306 was used in the frequency 
range from 10^2 Hz to 10^5 Hz; and second, a novel low-cost electronic circuit for the 
frequency range between 10^4 Hz to 10^7. 
Results:  The results from the circuit were validated using the impedance meter bridge RLC 
FLUKE PM 6306. The measure of the complex capacitance from three capacitors and their 
loss tangent were obtained.  
Conclusions: The capacitance decreasing with the increment of the frequency was observed 
in the impedance meter bridge and the implemented circuit, finding a convergence between 
both methods in the common frequency region. 
Keywords: Capacitors, complex capacitance, complex permittivity, frequency circuits 
INTRODUCTION 
The dielectric permittivity is the measure of the response of an electrical insulator in presence 
of an external electric field. The electric charge in atoms and molecules of non-conducting 
materials deforms and tries to turn the molecules following the direction of the electric field 
(i.e. the polarization phenomenon). A high value of permittivity indicates a high polarization 
with changes in physical properties of this materials in response to an external electric field 
that varies in time (Duane A. Felton, 1965). 
The behavior of permittivity as a frequency function, affects the performance of the circuit 
elements that include dielectrics. In particular, the capacitors have non-conducting materials 
in order to improve the charge storing, bringing mechanical support and isolating between 
the conducting plates (González, 2009). These elements must be studied with the purpose of 
determining its stability and functionality as a frequency function in alternating current 
circuits. Some of its applications include: charge source or storage to be quickly freed, 
  
frequency filters, electronic memories, oscillators, tension multipliers, derivative and integral 
circuits, etc. (Schulz, 2011). The behavior of dielectric in frequency circuits is represented 
by a complex permittivity because the material’s polarization has a response time when an 
electric field with time dependency is applied. In order to know the behavior of the 
permittivity, the physical model of complex capacitance allows to measure its admittance 
(complex impedance) making it possible to relate these magnitudes and the permittivity 
(Casas Piedrafita & Rossel Ferrer, 1998).  
Therefore, this research is focused on commercial capacitors used in electronics, 
telecommunications, electrical engineering, and other disciplines that use capacitors in high 
frequency circuits up to 10Mhz. We present two methods of measurement according to the 
frequency range: a capacitor bridge (10ଶ െ 10ହ𝐻𝑧), and a capacitance measurement circuit 
(10ସ െ 10଻𝐻𝑧), which is an innovative and low cost circuit useful as instrumentation circuit 
of capacitive sensors in AC current circuits.  
Physical Foundations 
At the beginning of the 20th century, Peter Debye developed the theory of dynamical response 
of permittivity as a frequency function with a base of experiments in dipole liquids (Patri, 
2016). The polarization behavior is determined regarding the frequency of the external field; 
thus, the permittivity is represented by a complex number. In order to study the energy losses 
in the material (Stuerga, 2006), Debye defines the relative permittivity in the complex form: 
                                             𝜀 ൌ 𝜀଴𝜀௥∗ ൌ 𝜀଴ሺ𝜀௥ᇱ െ 𝑗𝜀௥ᇱᇱሻ ൌ 𝜀଴𝜀௥ᇱ െ 𝑗𝜀଴𝜀௥ᇱᇱ                               (1) 
Where 𝜀௥ is the relative permittivity, 𝜀௥ᇱ  is the real component of the permittivity, 𝜀௥ᇱᇱ the 
imaginary part and 𝜀଴ the free space permittivity. It is possible to define a complex 
  
capacitance  (Coffey & Kalmykov, 2006) from equation (1), and for the parallel plate 
condenser capacitance 𝐶 ൌ 𝜀 𝐴 𝑑⁄  , thus C ൌ ε଴ሺε୰ᇱ െ jε୰ᇱᇱሻ ୅ ୢ . 
A complex capacitance value is obtained, C ൌ Cᇱ െ jCᇱᇱwith real and imaginary parts of 
capacitance: 
                                                  Cᇱ െ jCᇱᇱ ൌ ε଴ε୰ᇱ ୅ ୢ െ jε଴ε୰ᇱᇱ
୅ 
ୢ                                               (2) 
From Equation (2) the complex permittivity (real and imaginary components) can be 
determined from capacitance measurements. It is possible to represent the energy losses not 
included in ideal representation by defining the losses tangent of dissipative factor 𝛿 
(Frubing, 2001): 
                                                          tanሺδሻ ൌ  ஼ᇲᇲ ஼ᇲ ൌ
 ఌᇲᇲ
 ఌᇲ                                        (3) 
The standard IEC/EN 60384 classifies the non-polar SMD (Surface Mount Device) 
capacitors in three different classes by their behavior considering frequency and 
temperatures. (KEMET, 2015, 2018a, 2018b) presents the relevant data of every class. Class 
I dielectrics are the ones with the best performance in frequency, so this is the one used as 
reference, while most of the low cost through hole capacitors used in electronic applications 
are Class II, thus its frequency behavior must be taken into account. 
The following section presents the experimental methods used in this work to measure the 
permittivity. 
Method 
It is possible to obtain the capacitance as a frequency function by using measurement bridges. 
In this case, the FLUKE-PM6306 is capable to determine the frequency function of a 
  
condenser following the real capacitance model, and the capacitor does not respond like an 
open circuit because the capacitor has a resistive and inductive. This device is useful to work 
in the range of 50Hz to 1Mhz. Likewise, a logarithmic sample of data is used to make an 
equitable distribution of every decade (Newfoundland, 2010).  
With the purpose of extending the frequency range in this work, it is necessary to implement 
an electronic circuit of low cost and excellent response in higher frequencies. This  circuit 
was developed using the work of (Deabes, Abdelrahman, & Murray, 2008) with 
improvements and innovations. The implemented circuit, which is composed from an active 
filter (Marulanda et al, 2017),  has the advantage that it does not require changes in the 
circuit’s elements, by means of the fast speed operational amplifier MAX4182, used in 
cameras and Radio Frequency receptors (Maxim Integrated Products, 2001). The new design 
includes the adaptation of different circuit elements, such as the implementation of bypass 
capacitors, SMD resistances, and the use of class I capacitors as reference. Furthermore, the 
tested capacitor from a local commerce was manufactured for different engineering 
applications, with the glass fiber as the circuit base, its low dielectric permittivity (Massy, 
2005), and the use of different values of impedance, which were calculated to improve the 
frequency response of the circuit.   
 
  
Figure 1. Experimental design of the final circuit used to make the measurements. 
Source: Authors 
Moreover, it is necessary to use electric probes in order to develop the measurement process 
using signal generation, connection with oscilloscope, and data acquisition. Given its 
capacitive behavior in AC signals, these electric probes were constructed to diminish the 
losses by impedance and attenuation (Neri Vela, 1999). The coaxial cable with a 
characteristic impedance of 50 Ω was used to guarantee a good coupling between the signal 
generator, the input of the capacitance measurement circuit, and the oscilloscope (Neri Vela, 
1999). By fulfilling two criteria, the RG8/U coaxial cable was chosen according with its 
datasheet information (Belden, 2018), with losses of 1.7 dB every 100 ft at 100 MHz. The 
dielectric inside the coaxial cable is foamed polyethylene, which has a permittivity in a range 
of 1.3 to 3 following its porosity at low frequency (Strååt, Chmutin, & Boldizar, 2010). Based 
on the permittivity of dielectric inside the coaxial, the maximum wavelength in the 
propagation media at the high frequency is calculated (Neri Vela, 1999) 𝜆 ൌ  ୡ√ఌೝᇱ௙ ൌ
19.35 ሾ𝑚ሿ. Two coaxial probes were constructed (whose lengths are 15cm and 17cm, 
respectively); these probes are not going to present reflected waves because the sizes are less 
than the maximum length wave. 
The signal generator used was the TEKTRONIX AFG3102 with an uncertainty in sinusoidal 
signal in frequencies under 5Mhz of ±0.15 dB; however, for frequencies between 5Mhz and 
25Mhz uncertainty is ±0.3dB (Tektronix, n.d.). The oscilloscope used was the TEKTRONIX 
DPO7054C, which is capable of eliminating external noise by adjusting the bandwidth with 
internal signal processing; the bandwidth was adjusted to 20Mhz, with losses around the top 
frequency (i.e. 10 MHz, see Bode diagram). Adding losses in the signal generator and the 
  
behavior of coaxial probes made it possible for a real compensation of the circuit to guarantee 
a better calculation of the input voltage for the experimental model. Without correction, the 
AC entry signal changes its amplitude from 0.98V to 1.03V, while the compensated signal 
change stays the range 0.99V to 1.01V (Vega, Alzate, 2015). Regarding the resistances, the 
SMD technology was used due to its accurate response up to 10Ghz (Otto, Bettray, & 
Solbach, 2009). Three through-hole ceramic capacitors with a nominal value of 390pF were 
chosen for the test. These capacitors have parallel plate geometry with different dielectric 
characteristics (permittivity, disruption value, etc.) (Electronics, n.d.; Spacing, 1988; TDK 
(Mouser electronics), 2016). Likewise, the capacitors C- y C+ (Figure 1) were used as bypass 
capacitors (Maxim Integrated Products, 2001).  
Two functions were used in order to understand the behavior of the circuit. First, the Laplace 
Transform to simulate the frequency behavior of the circuit and the values of circuit elements, 
which guarantee the experimental bandwidth. Second, the complex capacitance Cx was 
found using the Fourier Trasnform. 
 
Figure 2. Real model of operational amplifier MAX4182. Source: Authors. 
  
Using Kirchhoff laws, the tension in V+ node is found to be  𝑉ା ൌ ௌோమ஼ೣଵାௌோమ஼ೣ  𝑉௜௡ . In V- node 
the current is  𝑖௘ ൌ 𝑖ଵ ൅ 𝑖ଶ, then by comparison   𝑖௘ ൌ ௏
శି௏ష
ோ೔೙ ൌ
௏೚ೠ೟
೥்ሺ௦ሻ     and  𝑉
ି ൌ 𝑉ା െ
ோ೔೙∙௏೚ೠ೟
೥்ሺ௦ሻ  . 
By replacing: 
                                   ௏೚ೠ೟
೥்ሺ௦ሻ ൌ െ
௏ష
ோభ ൅ 𝑆 𝐶௙ሺ𝑉௢௨௧ െ 𝑉
ିሻ= ೥்ሺ௦ሻ∙൫ଵାௌ∙஼೑∙ோభ൯ோభ∙ௌ∙஼೑ሺ ೥்ሺ௦ሻାோ೔೙ሻାோ೔೙ିோభ                     (4) 
Now, 𝑇௭ሺ𝑠ሻ ൌ ೥்ଵା ೄభశೈ೎
, which is the function that describes the behavior of MAX4182 as 
frequency response, the magnitude of transimpedance of the operational amplifier, 𝑇௭ ൌ
3 ൈ 10଺Ω  and  Wୡ ൌ  10଺ ୰ୟୢୱ  is the cut angular frequency. To have a gain of one, the value 
𝑅௜௡ ൌ 160Ω (Maxim Integrated Products, 2001), thus: 
                                         ௏೚ೠ೟௏శ ൌ  
೥்∙൫ଵାௌ∙஼೑∙ோభ൯
ௌమ൬ೃభ∙಴೑∙ೃ೔೙ೈ೎ ൰ାௌቆ
భ
ೈ೎ሺோ೔೙ିோభሻାோభ∙஼೑ሺ ೥்ାோ೔೙ሻቇାோ೔೙ିோభ
                   (5) 
Finally, the transfer function of the circuit is: 
                                 ௏೚ೠ೟௏೔೙ ൌ ቀ
ௌ∙ோమ∙஼ೣ
ଵାௌ∙ோమ∙஼ೣቁ
೥்∙൫ଵାௌ∙஼೑∙ோభ൯
ௌమ൬ೃభ∙಴೑∙ೃ೔೙ೈ೎ ൰ାௌቆ
భ
ೈ೎ሺோ೔೙ିோభሻାோభ∙஼೑∙ሺ ೥்ାோ೔೙ሻቇାோ೔೙ିோభ
     (6) 
In contrast, (Deabes et al., 2008) only indicates the resulting transfer function with algebraic 
mistakes, and therefore our transfer function differs from the presented function in that work. 
To find the capacitance 𝐶௫, it is necessary to use the Fourier Transform, given that 𝐶௙ is a 
capacitor class I that can be taken like ideal. First, the tension of V+ is Vା ൌ ୨னେ౮ୖమ ୨னେ౮ୖమାଵ V୧୬                               
and by replacing the currents and using variable separation: 
  
                                   V୭୳୲ ቆjωC୤ ቀ1 െ ୖ౟౤ ୘౰ሺனሻቁ െ
ଵ
୘౰ሺୱሻ ቀ
ୖ౟౤ 
ୖభ ൅ 1ቁቇ    ൌ  V
ା ቀjωC୤ ൅ ଵୖభቁ     (7) 
 T୸ሺωሻ ൌ ୘౰ଵା୨ ಡಡౙ
 which is the behavior of the circuit in terms of Fourier transform and: 
    V୭୳୲ ൭ቀன
మ
னౙ C୤R୧୬ െ
ୖ౟౤ 
ୖభ െ 1ቁ ൅ jω ቆC୤ሺT୸ െ R୧୬ሻ െ
ଵ
னౙ ቀ
ୖ౟౤ 
ୖభ ൅ 1ቁቇ൱ ൌ  V
ା ቀ୘ౖୖభ ൅ jωC୤T୞ቁ  (8) 
Calling two auxiliary functions Aሺωሻ ൌ னమனౙ C୤R୧୬ െ
ୖ౟౤ 
ୖభ െ 1 and Bሺωሻ ൌ  ω ቆC୤ሺT୸ െ R୧୬ሻ െ
ଵ
னౙ ቀ
ୖ౟౤ 
ୖభ ൅ 1ቁቇ. Finally, by algebraic development 𝐶௫: 
                                         𝐶௫ ൌ ௏೚ೠ೟ ሺ஺ሺఠሻା௝஻ሺఠሻሻ
ఠ൭ିఠ஼೑ோమ்ೋ௏೔೙ା௝ோమቆೇ೔೙೅ೋೃభ ି௏೚ೠ೟ ሺ஺ሺఠሻା௝஻ሺఠሻሻቇ൱
                     (9) 
Cx is the complex capacitance that let us determine the complex permittivity of the material 
under test. Beginning with the Z Thevenin in VIN entrance to obtain the impedance value 
for the coupling of a signal generator, 𝑍௧௛ሺ𝑠ሻ ൌ 𝑅ଶ|| ଵ௦஼ೣ ൌ
ோమ
ଵା௦∙஼ೣ∙ோమ  where 𝑠 ൌ 2𝜋𝑓, by 
taking the frequency cuts 10Khz and10Mhz, with  𝑅ଶ ൌ 10ଷΩ and 𝐶௫ ൌ 390 ∙ 10ିଵଶ𝐹, it is 
calculated 𝑍௧௛ሺ𝑠 ൌ 2𝜋 ∙ 10ସ Hzሻ ൌ 976,082 Ω and 𝑍௧௛ሺ𝑠 ൌ 2𝜋 ∙ 10଻ Hzሻ ൌ 39,21 Ω. The 
operational MAX4182 is optimized to handle little capacitances and impedances of the  𝑍௧௛ 
order. The Datasheet recommends a resistance load RL of 10ଷΩ; so, for the resistances 𝑅ଵ 
and 𝑅ଶ we chose a similar resistance with a value of 10ଷΩ to assure a coupling between 
generator-circuit-oscilloscope, with the capacitance range for the circuit goes to 1𝑛𝐹. The 
model of circuit has significant characteristics in high frequency. To determine its correct 
  
function, the OrCAD LTI Spice Lite (Sevila, 2001) software was used, which takes into 
account the real behavior of MAX4182 operation amplifier. By this simulation it is possible 
to have a logarithmic sweep in frequency to elaborate a Bode diagram in the Figure 3. 
Figure 3. Bode diagram model circuit in OrCAD. Source: Authors. 
The Bode diagram shows the working range of 10Khz to 10Mhz, region of dipolar 
polarization phenomena (Patri, 2016). Automatic data acquisition from the circuit was made 
with the use of instrument Control Toolbox found in MATLAB. (Hernández, Gonzales, & 
Bueno, 2016) 
To obtain the complex permittivity, it is necessary to know the geometrical dimensions of 
the dielectric inside the capacitor tested. The first instrument used for this work is the 
microscope MOTIC BA 300pol (Motic, 2003), and the second is the Stereo Microscope 
ZEIZZ STEMI 2000-C (Biolock Scientific, 2000) to measure the 5kV (Electronics, n.d.) by 
size. The measurement process starts by taking a digital image on the lens’ focus which is 
analyzed with Adobe Reader software. With the real dimension of focus distance and locating 
the capacitor’s center in the axis of the lens, there is a direct relationship between the pixel 
number and the longitude. The measurements are shown in Table 1.  
Table 1: Geometrical dimensions of dielectrics from capacitors class ll. Source: Authors. 
Element  Diameter (mm)  Width (mm) 
Capacitor 50V   3,52 േ  0,005  0,79 േ  0,005 
Capacitor 2kV  4,48 േ  0,005  0,73 േ  0,005 
  
Capacitor 5kV  6,4 േ  0,05  1,55 േ  0,005 
 
RESULTS 
In this section the capacitance curves as frequency function obtained by RLC FLUKE 
PM6306 bridge and the implemented circuit are analyzed. Besides, in the case of the 
proposed circuit the complex parts were calculated. Finally, the tangent of losses graphics is 
shown to determine the quality of capacitors under test. Every measurement has its 
propagated uncertainty value represented by vertical error bars. The uncertainty of the 
FLUKE PM6306 was given by its datasheet (FLUKE. (n.d.)), with  the uncertainty of the 
capacitance present in the corresponding frequency stop with 𝑁 ൌ 20, for the standard 
deviation corrected using a T-student test (Ardila, 2007). The data from the Bridge up 
100KHz were used to compare the first measured decade of the implemented circuit with the 
final data of PM6306 bridge. Figure 4 shows the diminishing of capacitance as a function of 
frequency, in accordance with EIA 198 standard (Israelsohn, 2008). The 2kV capacitor shows 
mayor capacitance decreasing. 
 
Figure 4. Capacitances as frequency function by FLUKE PM6306 Bridge and proposed electronic 
circuit. Source: Authors 
In range frequency between 10ସ Hz and 10ହ Hz, the measurements by the bridge PM6306 
and the experimental circuit shows an excellent agreement. Taking into account the complex 
  
capacitance model, in the Figures 5-7 the real part of diminishing dielectric permittivity is 
shown, with the corresponding growth in the imaginary. 
 
Figure 5. Ceramic capacitor class ll. Capacitance and permittivity (Real and Imaginary components). 
Source: Authors.  
The previous data were used to compare the first measured decade of the implemented circuit 
with the final data of PM6306 bridge. Figure 5 shows the diminishing of capacitance as a 
function of frequency, in accordance with EIA 198 standard (Israelsohn, 2008). The 2kV 
capacitor shows mayor capacitance decreasing. From the concept of tangent losses, it is 
possible to determine the quality of the capacitors: a better capacitor must evidence lower 
losses. In Figure 6 the comparison of the three capacitors is shown.  
  
Figure 6. Losses Tangent as a frequency function for three capacitors under test. In order: 50V 
Capacitor, 2kV Capacitor and 5kV Capacitor. Source: Authors.  
According to the literature (Murata Manufacturing, 2006), the variation of tangent losses of 
dielectrics used in class II capacitors is found in the range of 0.05 to 0.15 in a frequency range 
between 30kHz to 500kHz, which agrees with our test. From frequencies of 1MHz there is 
  
an evident grow in tangent losses in the three cases, which is inversely related to the quality 
factor Q (Frubing, 2001) and shows that class II capacitors can be used up 1MHz and perform 
well. 
CONCLUSIONS 
The FLUKE PM6306 bridge measures the capacitance at low frequencies and complements 
the data obtained in the implemented circuit, thus achieving a frequency sweep from 100 Hz 
to 10 MHz that allows seeing the polarization of space and dipolar loads in dielectrics, 
highlighting the data in the shared frequencies of both methods. 
Through the Bode diagram calculated from the transfer function, it is verified that the 
implemented circuit is stable in the frequency range from 10kHz to 10Mhz. When performing 
a compensation that guarantees a negligible variation in the amplitude of the input signal, the 
circuit satisfies the measurement of the complex capacitance and the complex permittivity 
for a capacitor with low capacitance. In this way, the only parameter expected to change as 
a function of frequency is the unknown capacitance. 
The price of the implemented circuit was 24.8 USD, which is low when compared to the 
price of the FLUKE bridge PM6306 (around of 2150 USD). Hence, its implementation is 
recommended for capacitance and dielectric permittivity measurements in a stable frequency 
range. 
The behavior of the real part of the dielectric of class II ceramic capacitors decreases from 
3500 to 1000 in the 50V capacitor, from 2100 to 600 in the 2kV capacitor, and from 2100 to 
500 in the 5kV capacitor. This occurs due to polarization changes in the dipolar region 
produced by the electric field applied. At the same time, it increases in the imaginary part, 
highlighting that the 50V capacitor increases to approximately 2800, the 2kV capacitor to 
  
900, and the 5kV capacitor to 1000 capacitor. This phenomenon physically demonstrates the 
decrease in dielectric permittivity. 
The losses tangent allowed the comparison between the three measured dielectrics, 
concluding that the dielectric permittivity of the ceramic capacitor of 5KV is the one with 
the best behavior since at 10 MHz it had a peak of 1.8, while the capacitors of 50 V and 2KV 
had peaks of 2. The tested Class II ceramic capacitors do not behave properly at frequencies 
above 1MHz due to the increase in the losses tangent, causing the decrease of the quality 
factor in the measured elements. Thus, the use of these capacitors in resonant circuits with a 
higher frequency than this is not recommended. 
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